Abstract-An international intercomparison of horn gain and polarization measurements at X-band has recently been completed. There were seven participating laboratories with the National Institute of Standards and Technology serving as the pilot laboratory. Two X-band pyramidal standard gain horns with a nominal gain of 22 dB served as the traveling standards. Quantities measured included on-axis fixed frequency gain at 8, 10, and 12 GHz, swept frequency gain between 8-12 GHz and polarization characteristics at the three fixed frequencies. All laboratories performed the fixed frequency-gain measurements. The swept-frequency and polarization measurements were optional, with four laboratories performing swept-frequency measurements and three laboratories measuring polarization. The results of the gain measurements generally agreed within the reported uncertainties which were of the order of 0.1 dB or less.
I. INTRODUCTION
DESCRIPTION OF THE INTERCOMPARISON
The test objects for the intercomparison were two commercially available, nominally identical, 22-dB pyramidal standard gain horns of the NRL design of Slayton [I] . To ensure that the experimental conditions were identical for each test, the antennas were provided with an alignment mirror which uniquely defined the boresight direction, as illustrated in Fig. 1 . To minimize horn interaction with the mounting structure, a section of microwave absorber was placed behind each horn, as illustrated in Fig. 2 . The antennas were initially calibrated at NIST and subsequently two additional times, one after the intercomparison was partially completed and a final time after the completion of all other measurements.
Laboratories were invited to participate at various levels. The basic level consisted of measuring the gain of the horn at 10 and 12 GHz. In addition, a measurement at 8 GHz nologiezcntrum, Darmstadt, Germany.
tion, West Lindfield, NSW, Australia. dlesex, U.K.
Netherlands.
could also be performed. A swept-frequency gain measurement between 8-12 GHz was also available as an option. Finally, polarization parameters (axial ratio (AR), tilt angle, and Sense of rotation) at 8, 10, andor 12 GHz could also be measured as an option. Table I gives the level of participation and dates of measurement for each participating laboratory. Horn mounted with absorber to reduce effect of mounting structure
MEASUREMENT TECHNIQUES

NIST (USA) Description 121 and [3]
The four sets of measurements at NIST were performed using an extended three-antenna technique to allow polarization measurements. The gain products were obtained using the extrapolation technique described in [2] . The 1980 and 1982 measurements used a distance range of 0.25 D2/X to 1.0 D2/X, while the 1986 and 1992 measurements used a distance range of 0.5 D2/X to 2.0 D2/X. Polarization was determined using a modified three-antenna technique [3] . Three-antenna sweptfrequency measurements were also performed in 1982, 1986, and 1992 . These measurements were performed at a fixed distance, and the resultant swept-frequency curves corrected using measured gain and proximity correction at the fixed frequencies.
TUD (Denmark) Description [4]
Measurements were performed using a spherical near-field technique to determine pattern and directivity. The probe was a conical horn, and 90 spherical modes were used to calculate the patterns. The measurement distance was 5.742 m and data were probe corrected. Gain was calculated from directivity and the calculated wall loss for the antenna which was of the order of 0.01 dB. Spherical measurements were performed at 85 frequencies to give swept-frequency gain coverage. Polarization was obtained from the spherical measurement, the probe polarization having been previously calibrated using the three-antenna technique.
CNET (France) Description IS]
Measurements were performed assuming that the antennas were identical and employed a theoretical proximity correction based on the formulation of Chu and Semplak [6] . Mechanical and radiation pattern measurements were performed on the antennas to verify that they were, in fact, identical. The anechoic chamber has a useful volume of 5 m x 6 m x 12 m. Power ratio for the measurement was made using the insertionloss technique. Measurements were performed at 20 distances between 2.5-1.5 m. In addition, a pair of measurements was performed at a separation increment of X/4 to allow correction for multiple reflections. 
Laboratory
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NIST ( [7] and [8] Measurements of the antennas were performed at a separation of approximately 6.6 m and gain calculated using the Friis transmission formula. The amplitude center technique of [lo] was used to determine the proper separation distance for use in this formula. The amplitude centers were determined by separation distance shifts of 0.64-0.72 m. Data were also smoothed to eliminate the effects of multiple reflections. The antennas were assumed to be identical.
FTZ (Germany) Description
CSIRO (Australia) Description [11 J
Measurements were performed using the three-antenna technique to a suite of four antennas that comprised the two traveling antennas and two supplied by CSIRO. This gave four three-antenna sets which yielded three distinct gain determinations of each antenna. The measurements were performed in a 7 m x 5 m x 3 m anechoic chamber. Measurements were performed at separations from 0.5 D2/X to at least 4 D2/X. Data were analyzed using an extended version of the Friis transmission formula which includes a theoretically derived proximity correction [12] . This theoretical correction is then weighted in such a way as to better fit the measured gain product versus distance characteristic.
NPL (UK) Description [I31
Measurements were performed in the NPL extrapolation range of dimension 9.5 m x 4.1 m x 3.07 m. The microwave power was supplied by a synthesized sweep generator. At each measurement distance, the power transmission was measured at frequency increments of 0.05 GHz between 8.0-12.5 GHz. Thus, the swept-frequency measurements were not made at a fixed distance. They comprise 91 gain values measured by the three-antenna extrapolation technique. The resulting data are fitted to a polynomial function of inverse distance and two sinusoidal terms which represent the multiple reflection terms. The fitting process follows that of Borland [14] . 
VSL (Netherlands) Description [I51
Measurements
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Iv. RESULTS OF GAIN MEASUREMENTS
The results of the fixed-frequency gain measurements are shown in Figs. 3 and 4 and Tables 11-IV. Estimated uncertainties are indicated by the error bars as reported by the individual laboratories. Uncertainties given are 2a values, 95% confidence level. Where coverage factors corresponding to other confidence levels are reported by the participating laboratories, the reported factor has been modified to reflect a consistent coverage factor of two.
v. RESULTS OF SWEPT-FREQUENCY MEASUREMENTS
Swept-frequency measurements were performed at five of the participating laboratories. The results of the swept measurements are shown on the following plots. Figs. 5 and 6 show the results for the individual gains of antennas number one and two. One laboratory, TUD, reported individual sweptfrequency gain for antenna number one only. Two laboratories, CNET and FTZ reported average gain for the antenna pair. Fig. 7 shows a comparison of these results with the average of the individual gains measured at NPL and NIST.
VI. RESULTS OF POLARIZATION MEASUREMENTS
Polarization measurements were performed at only two laboratories (TUD and VSL) besides the pilot laboratory. In addition, only TUD measured the complete polarization characteristic for both antennas. Tables V-VI1 list the axial ratio, tilt angle, and sense of polarization (right-R, or left-L), measured by the participants for each antenna.
VII. INTERPRETATION OF RESULTS
In general, the agreement between measurements is within the tolerance specified by each laboratory. A notable exception is at 8. NIST reports approximately 0.3 dB above the values obtained by the other participants. It is now apparent that the distance range employed in the extrapolation technique was too short for these measurements. The procedure was changed to correct for this problem after the 1982 measurements. Noteworthy is the fact that several fundamentally different techniques were employed to correct for proximity effects and yielded results that agreed within the estimated uncertainties. Polarization measurements also showed good agreement between the laboratories which participated in this phase of the measurement.
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